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Abstract 

Background: Patient-reported outcome (PRO) instruments provide robust and effective means of evaluat-
ing patients’ treatment experience; however, none adequately cover experience using self-injection devices with 
enhanced features, such as an electromechanical autoinjector (e-Device). The aim of this study was to develop a 
PRO instrument that accurately assesses patient experience of using an e-Device and to evaluate its psychometric 
properties.

Methods: A mixed-methods approach was taken; two parallel, targeted literature reviews were conducted to identify 
relevant concepts and existing self-injection PRO instruments that could be adapted. Patient feedback obtained from 
two focus groups was used to inform initial instrument development. The pilot instrument was then administered in 
a multicenter, open-label, phase 3 clinical study in which patients self-injected certolizumab pegol using an e-Device, 
to gather evidence of its psychometric qualities. Exit interviews were conducted with a sub-sample of patients 
enrolled in the study to confirm the appropriateness and clarity of the items included and cognitively debrief the 
instrument. Confirmatory factor analysis (CFA) was conducted on all items, and each domain’s internal consistency 
was measured using Cronbach’s ɑ.

Results: The literature searches identified several e-Device-specific concepts related to device features, device 
function, side effects/reactions/pain, confidence, and interference/convenience in daily life. Seven existing PRO 
instruments were identified. The Self-Injection Assessment Questionnaire (SIAQ), containing pre- and post-injection 
questionnaire modules, was selected as most suitable and adapted using feedback from 19 patients in the two focus 
groups to form the pilot Assessment of Self-Injection (ASI) questionnaire. CFA resulted in some changes to the group-
ing of items in the post-injection module domains following psychometric evaluation of the ASI. Internal consistency 
was satisfactory for all pre- and post-injection domains (ɑ > 0.8). Cognitive debriefing results from 12 patient exit 
interviews confirmed the ASI’s appropriateness and clarity.

Conclusions: The ASI was developed iteratively with patient input and was evaluated in its intended clinical context 
of use. Psychometric analyses indicated promising cross-sectional results; the ASI was well understood and considered 
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Introduction
Self-injection devices can directly impact patient treat-
ment experience; by optimizing the device it may be 
possible to improve treatment adherence and resultant 
clinical outcomes [1]. Medical devices for self-injecting 
treatments are continually evolving to improve patient 
experience; new devices have been designed to incorpo-
rate functionalities that specifically target the needs of 
patients, such as injection reminders, and injection speed 
control [1–3]. Evidence supports that treatment experi-
ence may be improved by providing a portfolio of differ-
ent injection devices, from which patients can select the 
device most suited to their individual needs [4–6].

Anti-tumor necrosis factor (anti-TNF) biologics are 
established and effective treatments for a number of 
chronic inflammatory diseases including rheumatoid 
arthritis (RA), axial spondyloarthritis (axSpA), psori-
atic arthritis (PsA), psoriasis (PSO), and Crohn’s disease 
(CD). Most anti-TNF agents are administered subcutane-
ously, often by self-injection [7]. Despite acceptable treat-
ment safety and efficacy profiles, treatment adherence is 
often sub-optimal [3, 8]. Certolizumab pegol (CZP) is an 
Fc-free, PEGylated anti-TNF approved for the treatment 
of adult patients with moderate to severe RA, axSpA, 
PsA, PSO and CD [9, 10]. In the European Union, CZP 
is administered by subcutaneous self-injection via pre-
filled syringe (PFS), pre-filled pen (PFP), and  ava®, a 
newly-approved electromechanical auto-injection device 
(e-Device) [1, 9, 11].

Patient-reported outcome (PRO) instruments provide 
a means of assessing patient perception of their health 
status and treatment experience, and can be used to 
assess experience using new devices. Although existing 
PRO instruments specifically designed for self-injection 
devices are available, none adequately capture the patient 
experience of using more recently developed devices with 
advanced features. Questions relating to patient experi-
ence, ease-of-use, and safety need to address all aspects 
of injecting, including usefulness of injection logging and 
reminders, technique, accuracy of injection speed, and 
needle disposal, to ascertain specific feedback which can 
be used to aid clinical decision-making and to inform and 
improve device development. The aim of this study was 
to develop a PRO instrument, through adaptation of an 
existing instrument, that accurately assesses all aspects 

of patient experience of self-injection using an e-Device, 
such as  ava®, and to generate evidence for its psychomet-
ric evaluation.

Methods
Overview
A mixed methods approach was taken (Fig.  1) [12]. 
This included targeted literature reviews to identify key 
concepts relating to self-injection devices and relevant 
existing PRO instruments; patient-centered qualita-
tive research to confirm conceptualization and refine 
the pilot PRO; and psychometric analysis of clinical 
study PRO data to evaluate its psychometric proper-
ties. This research was carried out in alignment with the 

relevant by patients self-injecting using the e-Device, suggesting that it could be used in real-world settings to aid 
with clinical decision making.

Trial registration: NCT03357471

Keywords: Patient-reported outcomes, Self-injection, Psychometric analysis, Rheumatology, Exit interviews, Focus 
groups, Concept elicitation, Cognitive debriefing

Fig. 1 Overview of PRO development. ASI Assessment of 
Self-Injection, PRO patient-reported outcome, SIAQ Self-Injection 
Assessment Questionnaire
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recommendations and best scientific practices described 
in the US Food and Drug Administration PRO Guidance 
[13, 14].

Literature review and conceptual framework development
Two parallel, targeted literature reviews were conducted 
in PubMed in March 2015 to identify concepts relevant 
to patients who self-inject their treatment and exist-
ing PRO instruments used to assess patient experience 
using self-injection devices. The search terms and inclu-
sion/exclusion criteria used are listed in Additional file 1: 
Table S1.

The concept literature review identified proximal and 
distal factors related to the benefits of injection devices. 
Proximal factors included those specific to using the 
device, whereas distal factors included potential practical 
and emotional factors relating to the use of device. Both 
clusters of concepts can impact device user satisfaction, 
acceptability and preference. The results of the concept 
literature review were inductively integrated into a con-
ceptual framework, outlining key aspects of self-injection 
experience, including those likely to arise when using an 
e-Device. The conceptual framework was further sup-
plemented with internal sponsor-conducted research 
on device attributes that could impact patient experi-
ence. Item-to-concept mapping compared item content 
of identified existing PRO instruments to the conceptual 
framework to assess each instrument’s conceptual cover-
age and content validity. Thus, item-to-concept mapping 
helped determine the most suitable PRO instrument(s) 
for adaptation to the e-Device context, as well as the gaps 
that would need to be addressed.

Patient‑centered research: PRO adaptation and refinement
Two sequential, semi-structured patient focus groups 
moderated by two trained interviewers were conducted 
to gain feedback on the new pilot instrument. Ethical 
approval was not required for these focus groups as the 
process was considered market research. For inclusion, 
patients were aged ≥ 18 years and had confirmed diagno-
sis of moderate to severe RA, axSpA, PsA or AS. Inde-
pendent recruiters were instructed to include a mix of 
male/female patients, age groups, education levels, and 
both injection-experienced and injection-naïve patients 
who had a variety of relevant conditions. Questions were 
designed to explore self-injection concepts important 
to patients; initial open-ended questions were followed 
with probe questions to clarify feedback as necessary. 
To support the discussion, patients had the opportunity 
to examine both the PFS and e-Device, ask questions as 
to how they operate and their intended use, and watch a 
simulated “self-injection event” using the PFS on a fake 
skin pad. After concept elicitation, cognitive debriefing 

activities examined the clarity and relevance of all 
instructions, items and response options included in the 
pilot PRO instrument [15].

The pilot instrument was refined using the patient 
feedback and administered in RA0098 (NCT03357471), a 
multicenter, open-label, phase 3 clinical study conducted 
in the USA that assessed the ability of adult patients 
already self-injecting CZP using the PFS to safely and 
effectively self-inject CZP using  ava® [16]. Administering 
the instrument in RA0098 enabled qualitative review and 
evaluation of its psychometric properties. To support the 
instrument’s content validity, targeted concept elicitation 
and cognitive debriefing was undertaken with a sub-sam-
ple of patients enrolled in RA0098 who agreed to par-
ticipate in exit interviews. In these interviews, patients 
answered open-ended questions about their experience 
of using  ava® and completed the pilot questionnaire 
online. Patients concurrently provided feedback to a 
trained interviewer over the phone regarding the instru-
ment’s clarity, relevance and interpretability.

Transcribed interviews were coded and qualitatively 
analyzed by independent experts to determine whether 
all important concepts had been covered appropriately. 
Coded transcripts were ordered chronologically, based 
on interview completion dates, and then divided into 
five sequential groups. New concepts that emerged from 
the second group were compared with the concepts that 
emerged in the transcripts from the first group. This eval-
uation and comparison was repeated for each additional 
group. The cycle of data collection and analysis contin-
ued until further data collection produced minimal or 
no new relevant concepts related to the  ava® e-Device 
experience.

Psychometric evaluation of the pilot PRO
Study design
As noted above, RA0098 assessed the safe and effec-
tive use of  ava® by patients (≥ 18 years) diagnosed with 
moderate to severe RA, PsA, AS, or CD and self-inject-
ing CZP using the PFS. Patients received training and 
self-injected CZP using the e-Device at two visits, sepa-
rated by either two weeks (Q2W; 1 × 200  mg CZP) or 
four weeks (Q4W; 2 × 200 mg CZP), in accordance with 
their previous dosing schedule. An International Review 
Board/Independent Ethics Committee approved the 
study protocol and an Informed Consent form, which 
was signed by all patients prior to the start of the study.

Construct validity
Confirmatory factor analysis (CFA) assessed the content 
structure of the PRO instrument at Visit 1 to confirm 
whether items adequately contributed to a given domain. 
This was conducted to align with the development 
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process of an existing self-injection PRO instrument [17]. 
Any items with a standardized loading estimate < 0.6 were 
considered for removal from the domain since their rela-
tion to the measured domain would be considered weak. 
The goodness-of-fit of the CFA model was considered 
using the following: root mean square error of approxi-
mation (RMSEA), for which RMSEA < 0.05 was consid-
ered a good fit or acceptable fit if RMSEA < 0.08; root 
mean square residual (RMR) and standardized RMR, for 
which RMR < 0.05 was considered a good fit; goodness of 
fit index (GFI) and adjusted GFI (AGFI), for which GFI or 
AGFI > 0.90 was considered a good fit; normed fit index 
(NFI) and comparative fit index (CFI), for which NFI 
or CFI > 0.90 was considered a good fit. Cross-sectional 
Rasch measurement theory (RMT) analysis measured the 
extent to which the observed data (patients’ responses to 
scale items) “fit” the predictions for those responses gen-
erated from the Rasch model which defines how a set of 
items should perform to generate reliable and valid meas-
urements. RMT analysis was performed on all PRO data 
pooled from Visit 1 and Visit 2.

PRO scoring
Hypothesized domains of the pilot PRO were the same of 
those of the existing self-injection PRO instrument, with 
the same items in each domain. Potential item reduction 
within each domain of the pilot PRO was based on the 
items’ acceptability and applicability (description of the 
items), redundancy (CFA, RMT analysis) and targeting 
(RMT analysis).

As there are 4 to 6 response options for the items, item 
scores were all transformed on a scale ranging from 0 to 
10 before calculating domain scores, to ensure all items 
used the same scale to allow comparison. Domain scores 
were calculated as the mean of the recoded items scores 
if ≥ 50% of the items in the domain were completed. For 
the pre-injection module, for Feelings About Injection 
domain, higher scores indicated more negative feelings; 
for Self-Confidence, higher scores indicated more confi-
dence; and for Satisfaction, higher scores indicated higher 
satisfaction. For the post-injection module; for Feeling 
about Injections, higher scores indicated feeling more 
afraid or anxious; for Self-Image, higher scores indicated 
feeling more self-conscious; for Self-Confidence, higher 
scores indicated higher confidence; for Pain and Skin 
Reactions, higher scores indicated more severe reac-
tions; for Ease of Use, higher scores indicated easier use 
ratings; for Satisfaction, higher scores indicated greater 
satisfaction.

Psychometric analysis
Floor and ceiling effects (i.e. the proportion of respond-
ents scoring the lowest or highest possible scores) were 

calculated for all scores at each visit. Internal con-
sistency for each domain was evaluated using Cron-
bach’s alpha (ɑ) at Visit 1. Within its range of 0.0–1.0, 
an ɑ > 0.70 is the recommended minimum value for 
group comparisons (though a minimum value > 0.80 is 
desired) [18, 19]. Convergent and discriminant validity 
was assessed using Spearman correlation coefficients 
between items and scores; items should show a higher 
correlation with their own domain than with the other 
domains and their correlation with their domain should 
be at least moderate (≥ 0.40). Known-groups validity 
was assessed for age group, gender, disease, and dosing 
schedule group; no a priori hypotheses were defined as 
this analysis was exploratory. Test–retest reliability was 
assessed between visits; the difference between overall 
scores of the pilot instrument’s two modules at Visit 1 
and Visit 2 were compared using paired t-tests. Intra-
class correlation coefficients were calculated between 
scores at Visit 1 and scores at Visit 2. Intraclass correla-
tion coefficients > 0.70 are recommended for the scores 
to be considered reliable [20]. Responsiveness (ability 
to detect change) was assessed by characterizing the 
change from Visit 1 to Visit 2 across all patient sub-
groups using two effect size calculations (Kazis’ effect 
size [ES] and standardized response mean [SRM]) [21, 
22].

All analyses were performed using SAS software ver-
sion 9.4 (SAS Institute Inc., Cary, NC, USA), except the 
RMT analysis that was performed using RUMM version 
2030 (RUMM Laboratory Pty Ltd., Perth, Australia).

Results
Literature review and development of conceptual 
framework
Identified concepts relevant to e‑Device‑specific features
Of the 586 clinical studies identified and screened, 5 
included concepts relevant to patients who self-inject 
their medication; of the 222 observational studies iden-
tified and screened, 3 included concepts relevant to 
patients who self-inject their medication (Fig.  2). The 
literature review identified proximal concepts includ-
ing device features, function, ease of use, mastering 
technique, side effects/reactions/pain, confidence, and 
interference/convenience in daily life; as well as distal 
concepts including self-management, sense of con-
trol and others’ perceptions of self-injection (Fig.  3). 
In parallel, a sponsor-informed conceptual framework 
was created based on expert internal consultation that 
included five main domains: delivery experience, edu-
cational experience, emotional experience, social expe-
rience, and ritual experience (Fig. 3).



Page 5 of 11Pompilus et al. Health Qual Life Outcomes          (2020) 18:355  

Fig. 2 Literature review searches. a Clinical, observational study concepts literature review. b PRO instrument literature review. PRO 
patient-reported outcome

Fig. 3 Self-injection conceptual framework development. a Literature-informed conceptual framework. b Sponsor-informed conceptual 
framework. Bold concepts incorporated into final ASI conceptual framework. c Final ASI conceptual framework,  adapted from Keininger and 
Coteur, 2011. ASI Assessment of Self-Injection, SIAQ Self-Injection Assessment Questionnaire
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Selection of PRO instrument for adaptation
Several relevant PRO instruments were identified: pre- 
and post-SIAQ [17]; IPAQ [23]; TRIM-Diabetes/Device 
[24]; TRIM-Diabetes MSTCQ [25]; and 6-item for RA 
Methotrexate [26]. Of these instruments, the Self-Injec-
tion Assessment Questionnaire (SIAQ) appeared to be 
the best candidate for adaptation to the e-Device con-
text based on its conceptual coverage. The SIAQ com-
prises both pre- and post-injection modules, organized 
in a three- and six-domain conceptual framework (pre-
injection: Feelings about Injections; Self-Confidence; 
and Satisfaction; followed by post-injection: Ease of Use; 
Pain and Skin Reactions; Feelings about Injections; Self-
Confidence; Self-Image; and Satisfaction), which includes 
many of the important concepts identified from the lit-
erature review and sponsor research. However, the SIAQ 
did not cover features specific to an e-Device. For exam-
ple, the SIAQ did not include aspects of patient-per-
ceived benefit with using an e-Device, such as the ease of 
use of the display screen, cassette security, and injection 
speed control.

Based on concepts identified in the literature review 
and consideration of the properties of the e-Device iden-
tified by the sponsor, the conceptual framework was 
updated (Fig. 3). The SIAQ was then adapted to form an 
e-Device-relevant instrument, named the Assessment of 
Self-Injection (ASI; Additional file  3: Table  S3). Several 
items were added to or deleted from the SIAQ to create 
the pilot version of the ASI (Additional file 4: Table S4). 
For example, items such as “bleeding at injection site” and 
“medication leaking at injection site” were added to the 
Pain and Skin Reactions domain, three items (“remove 
needle cap”; “hold at correct angle for injection”; “travel 
with device”) were added to the ease of use domain, and 
the “pause/stop” item also in this domain was split into 
two separate questions. Semantic changes were made to 
the Self-Confidence domain; feeling “embarrassed” or 
“uncomfortable” were replaced with “self-conscious” to 
remove ambiguity, and formatting changes were made 
throughout for improved readability and clarity. The pilot 
ASI was then tested and refined with input from patient 
focus groups.

Patient‑centered research: SIAQ adaptation 
and refinement
Focus groups
The first focus group was attended by nine patients with 
a variety of conditions (RA, axSpA, PsA, and CD) on 
September 11, 2015; mean age was 55.4  years [stand-
ard deviation (SD): 10.7 years], six were female and five 
had experience of self-injecting treatment (Table 1). Ten 
patients attended the second focus group on September 

28, 2015, all with the same medical conditions; mean age 
was 44.9  years (SD: 9.6  years), seven were female and 
seven had experience of self-injecting treatment. Patients 
discussed advantages and disadvantages of an e-Device 
vs a PFS (Additional file  2: Table  S2), and were asked 
to review and provide feedback on the pilot ASI. Most 
items (original and new) were well understood in both 
focus groups. Patients provided feedback and particularly 
endorsed the injection site reaction questions as diverse, 
comprehensive and relevant. The ASI was refined follow-
ing each focus group; all patient feedback was incorpo-
rated, with two items merged and edited to form the item 
“how self-conscious would you feel if someone saw you 
with the (PFS/e-Device) (a) around family, (b) around 
your friends, (c) around people who you don’t know?.” 
The questionnaire was also reformatted (font, shading, 
spacing, etc.) to improve readability and ease of response 
(Additional file 4: Table S4).

Exit interviews
A total of 12 patients with RA, PsA, or CD who com-
pleted the RA0098 clinical study participated in the exit 
telephone interviews. All interviews were conducted 
between January 3, 2018 and April 13, 2018 (Additional 
file 5: Table S5). Most patients were female (n = 10; 83%), 
and age ranged from 26 to 68 years, with a mean age of 
51  years (SD: 13  years; Table  2). After codes were con-
solidated and merged, and codes not relevant to concepts 
of interest were removed, 44 spontaneously elicited con-
cepts were identified for  ava® and its comparison to the 

Table 1 Focus group patient characteristics

AS ankylosing spondylitis, axSpA axial spondyloarthritis, PsA psoriatic arthritis, 
RA rheumatoid arthritis, SD standard deviation

Patient characteristics Focus Group 1 (n = 9) Focus 
Group 2 
(n = 10)

Diagnosis type, n (%)

RA 5 (55.6) 5 (50.0)

AS 2 (22.2) 2 (20.0)

PsA 1 (11.1) 3 (30.0)

axSpA 1 (11.1) 0 (0.0)

Age, years

Mean (SD) 55.4 (10.7) 44.9 (9.6)

Minimum 40 32

Maximum 67 60

Gender, n (%)

Female 6 (66.7) 7 (70)

Male 3 (33.3) 3 (30)

Experience with self-injecting, n (%)

Yes 5 (55.6) 7 (70.0)

No 4 (44.4) 3 (30.0)
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PFS. Most concepts (n = 42; 95%) emerged within the first 
four groups; only two (5%) of these concepts emerged in 
the final saturation group. The two concepts were “incon-
venience of having to store  ava® and its medication sepa-
rately” and “no unwrapping needed for  ava® to access the 
medication.” Little information was obtained from the 
final interviews, which strongly suggests that conceptual 
saturation was achieved; concept elicitation results indi-
cated that concepts important to patients self-injecting 
with an e-Device were well addressed in ASI. Cognitive 
debriefing confirmed that all items included in the pre- 
and post-injection modules of the ASI were appropriate 
and well understood, with patients reporting the follow-
ing components as the most important (patients could 
endorse more than one item per questionnaire as “most 
important”): “anxiety of self-injecting” (n = 6); “confi-
dence in self-injecting correctly” (n = 3), and “confidence 
in self-injecting safely” (n = 3) in the pre-injection mod-
ule; “e-Device ergonomics/ease of use” (n = 5); “injection 
speed” (n = 3), and “overall convenience” in the post-
injection module.

Psychometric assessment of the ASI
Psychometric analysis sample
Of the 70 subjects who were screened for participation 
in the RA0098 clinical study, 36 had RA, 15 had CD, 11 
had PsA, 7 had ankylosing spondylitis (AS), and 1 dis-
ease report was missing. Mean age was 52  years (SD: 
13 years) and approximately half of patients were in the 
Q2W schedule treatment group (53%; 37/70). At Visit 
1, 68 (100%) patients completed both the pre- and post-
injection ASI modules; at Visit 2, 68 (100%) patients 
completed the pre-injection module, of whom 65 (95.6%) 
completed the post-injection module; 3 patients did not 
complete the post-injection module [16].

Construct validity
CFA was performed on all ASI items, using the origi-
nal SIAQ item groupings (Additional file  6: Table  S6) 
[12]. In the pre-injection module, items were well cor-
related with their hypothesized domain; all standard-
ized loadings were > 0.6 and modification indices (MIs) 
did not show any potential meaningful improvement 
to the model. Some items in the post-injection module 
did not correlate well with their hypothesized domains: 
items included in the Pain and Skin Reactions domain 
did not fit well together; “how difficult or easy was it 
to travel with the PFS/PFP/e-Device?” did not fit well 
with other items in the domain; “how easy was it to give 
yourself an injection with the PFS/PFP/e-Device?” had 
a better fit with the Ease of Use domain than with the 
Satisfaction domain.

Based on the CFA results, several changes were made 
to the grouping of items in the post-injection ASI 
domains. Items included in the Pain and Skin Reac-
tions domain were separated as single items, rather 
than aggregated in a domain score. The item “how 
difficult or easy was it to travel with the PFS/PFP/e-
Device?” was removed from the Ease of Use domain as 
it was not considered relevant during the qualitative 
interviews. One item from the Satisfaction domain, 
“how easy was it to give yourself an injection with the 
(PFS/PFP/e-Device)?” had a better fit with the Ease of 
Use domain and was therefore included in this domain 
score. Following the changes, all fit indices (except 
RMR) improved; standardized loadings were > 0.6 for 
all items and MIs did not show any conceptually rele-
vant improvements to the model.

RMT analyses were conducted on all items included 
in both the pre- and post-injection ASI components and 
at both visits. Across all items and domains, gaps were 
observed along the continuum and floor effects were 
recorded. No disordered thresholds were observed for 
items included in any pre-injection domains; however, 
in the post-injection module, disordered thresholds 
were observed for two of the three Self-Image domain 
items, all items included in the Pain and Skin Reactions 
domain, and 15/17 items in the Ease of Use domain. For 
the pre-injection module, the Feelings about Injections 
and Self-Confidence domains had modest reliability, with 
PSIs of 0.69 and 0.68–0.81, respectively. For the post-
injection module, the Feelings about Injections and Self-
Confidence domains showed modest and good PSIs of 
0.72–0.74 and 0.87–0.88, respectively. The post-injection 
Self-Image and Pain and Skin Reactions domains showed 
modest and poor PSIs of 0.50 and 0.22, respectively. The 
Ease of Use domain showed good reliability with a PSI of 
0.82–0.88, and the Satisfaction domain had a modest PSI 
of 0.61–0.74.

Table 2 Exit interview patient characteristics

AS ankylosing spondylitis, CD Crohn’s disease, PsA psoriatic arthritis, RA 
rheumatoid arthritis, SD standard deviation

Diagnosis type, n (%)

RA 6 (50.0)

PsA 2 (16.7)

AS 2 (16.7)

CD 2 (16.7)

Age, years

Mean (SD) 51 (13)

Minimum 26

Maximum 68

Gender, n (%)

Female 10 (83.3)

Male 2 (16.7)
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Assessment of the ASI psychometric properties
Except for the Ease of Use, Satisfaction, Feelings About 
Injection and Self-Image domains, all other domains of 
both modules showed floor or ceiling effects at Visit 1 
(Table  3). Visit 2 scores were similarly distributed (data 
not shown). Internal consistency reliability was good for 
all pre- and post-injection modules of the ASI (ɑ > 0.8; 
Table  3). Convergent and discriminant validity of the 
ASI was also satisfactory, with all items having moder-
ate to high correlations with their own domain (Spear-
man correlation coefficients ranging from 0.58 to 0.97), 
and higher correlations with their own domain than with 
other domains (Additional file  7: Table  S7). The only 
exception was item “How easy was it to give yourself 
an injection with the PFS/PFP/e-Device?” which had a 
higher correlation with the Satisfaction domain (r = 0.75) 
than with the Ease of Use domain (r = 0.63).

Known-groups validity for pre- and post-injection 
ASI scores at Visit 1 and Visit 2 was assessed for each 
age group, gender, disease and dosing schedule group. 
There were no statistically significant differences in the 
pre-injection domain scores, however, at Visit 1, the post-
injection Self-Confidence domain scores were signifi-
cantly higher for males than for females (p = 0.028). There 
were also differences in mean scores across diseases in 
the Ease of Use domain (p = 0.010; 9.52 for AS, 9.70 for 
CD, 9.17 for PsA and 8.70 for RA). Also, for this domain, 
there was a significantly higher mean score in the Q4W 
group (9.23; SD 1.48) than in the Q2W group (8.96; SD 
1.05; p = 0.047). Similarly, the Satisfaction domain score 
was significantly higher in the Q4W group than in the 
Q2W group (p = 0.030). At Visit 2, the only significant 
difference observed was in the Ease of Use domain, with 
a higher mean score in the Q4W group (9.42; SD 0.92) 
than in the Q2W group (9.00; SD 0.95; p = 0.026).

Test–retest reliability was unsatisfactory for most post-
injection ASI scores (Table 3). The ICC for the Feelings 
About Injection domain score was 0.78. The ICC of the 
other post-injection ASI scores were < 0.70, ranging from 
0.44 for the Self-Image score to 0.69 for the Satisfac-
tion score. ES results were negligible (< 0.2) to small (0.2 
to < 0.5) for all scores; of note, ES and SRM were small 
but consistent between Q2W and Q4W groups for the 
Self-Confidence domain scores.

Discussion
Developing PRO instruments that appropriately and 
accurately capture patient experience requires thoughtful 
review of the concepts of interest and the specific con-
text of use. The selection and adaptation of the SIAQ was 
based on substantial research; the SIAQ was developed in 
a similar context (i.e. for patients with RA who self-inject 
their treatment) and covered many of the important con-
cepts identified from the literature and sponsor research. 
Additionally, the SIAQ contained pre- and post-injection 
modules which provided a suitable basis for adaptation to 
include aspects of self-injecting using new devices with 
enhanced features. The initial conceptual framework and 
pilot PRO instrument were revised based on qualitative 
patient-centered research to ensure inclusion of all rel-
evant concepts.

Data collected in the RA0098 clinical study provided 
an opportunity to evaluate the properties of the ASI 
instrument. Exit interviews demonstrated that the ASI 
was acceptable and well understood by patients and was 
conceptually relevant to their experience of using the 
e-Device. The results of the preliminary psychometric 
analyses suggest that the ASI instrument had good cross-
sectional psychometric properties. Results from the CFA 
analyses indicated that there were no major issues with 

Table 3 Cross-sectional results of the ASI domains

ASI assessment of self-injection, ICC intraclass correlation coefficient
a The Satisfaction domain of the pre-injection ASI module was not included in the pilot ASI administered in the RA0098 clinical study, thus it was not possible to 
assess the psychometric properties of this domain. Scores for each domain were between 0 (lowest possible i.e. floor) and 10 (highest possible i.e. ceiling)

Domain N n (% at floor) n (% at ceiling) Cronbach’s alpha ICC Standardized 
effect‑size

Pre-injection modulea

Feelings about injection 68 18 (26.5) 0 (0.0) 0.83 – –

Self-confidence 68 9 (13.2) 12 (17.6) 0.95 – –

Post-injection module

Feelings about injection 67 23 (34.3) 0 (0.0) 0.88 0.78 − 0.03

Self-image 67 31 (46.3) 3 (4.5) 0.88 0.44 − 0.05

Self-confidence 67 12 (17.9) 25 (37.3) 0.98 0.50 0.29

Ease of use 67 0 (0.0) 19 (28.4) 0.96 0.59 0.09

Satisfaction 66 0 (0.0) 29 (43.9) 0.93 0.69 0.11



Page 9 of 11Pompilus et al. Health Qual Life Outcomes          (2020) 18:355  

the ASI content structure and items accurately reflected 
their underlying concepts. RMT analysis revealed dis-
ordered thresholds suggesting that the response scale 
for some items may not be appropriate. This could be 
addressed in future use of the ASI by considering certain 
items in isolation.

Longitudinal analyses did not demonstrate strong 
test–retest reliability. However, given the study design 
of RA0098, these results were likely; although patients’ 
health status can be considered the same at each visit, the 
conditions in which the ASI was assessed were not the 
same. At Visit 1, patients completed the post-injection 
ASI after self-injecting using the e-Device for the first 
time; whereas at Visit 2, patients completed the ASI hav-
ing self-injected using the e-Device twice or four times, 
depending on their dosing schedule. Consequently, 
their expectations, for example fear of injecting using 
the e-Device, may have shifted between the two visits, 
explaining why the intraclass correlation coefficients did 
not reach the recommended threshold. Metrics showed 
low responsiveness and were consistent across dosing 
schedule groups; this could be due to mostly positive 
scores at Visit 1, which left little margin for improve-
ment at Visit 2. In the future, it would be interesting to 
assess the psychometric properties of the ASI in another 
context with a study design allowing more substantial 
changes over time or greater differences between two or 
more groups to be detected.

Strengths of this study include the multiple different 
methods and steps (qualitative literature review, focus 
groups, exit interviews, quantitative psychometric anal-
ysis) of the ASI instrument’s iterative development pro-
cess, which facilitated incorporation of several different 
perspectives. Consultation with patients facilitated inclu-
sion of patient-relevant concepts. Further, the ASI instru-
ment was developed through adaptation of a previously 
used and validated PRO instrument; the SIAQ has been 
previously demonstrated to be a valid and reliable tool 
for assessing patient experience of self-injection [17]. 
Cross-sectional psychometric findings in this study were 
broadly similar to those published in the SIAQ validation 
study, indicating that the ASI bears good potential for use 
in clinical contexts [17].

Potential limitations of this research include the small 
sample size of qualitative data obtained in the focus 
groups. Further, patients who participated in the focus 
groups were recruited from a single geographic loca-
tion, and so may not have been representative of wider 
populations of patients who self-inject their treatment. 
Additionally, some items included in the ASI assess 
aspects of self-injection that were only hypothetical in 
the population interviewed. For example, patients could 
not experience limitations associated with traveling 

with the e-Device because the devices remained on-site 
at the clinic. Finally, the design of the RA0098 clini-
cal study did not facilitate longitudinal data collection, 
given that the study included just two site visits at close 
timepoints.

Conclusions
Key concepts relevant to patients who subcutaneously 
self-inject treatment were compared with those included 
in existing PRO instruments. Based on a targeted litera-
ture review, the SIAQ provided a suitable basis for adap-
tation to fully assess patient experience of self-injecting 
using new devices with advanced features [17]. The ASI 
was then developed iteratively with patient input from 
focus groups and exit interviews, and administered in a 
clinical context, as is the recommended best practice for 
PRO development [13, 14]. The instrument was consid-
ered relevant and well understood by patients during the 
exit interviews. These findings suggest the ASI instru-
ment is appropriate for use in real-world settings to aid 
with clinical decision making.
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Appendix: Assessment of self-injection copyright 
and use
The ASI is copyrighted by UCB Biopharma SRL and, 
should you be interested in using the ASI, the question-
naire use is free of charge but requires explicit written 
permission to use from UCB Biopharma SRL for each 
study. This permission will be granted if the study spon-
sor agrees to the conditions mentioned below (an agree-
ment by email is sufficient).

The following conditions apply for the permission to 
use the ASI:

1 The permission to use from UCB Biopharma SRL 
must be acknowledged in any publication as follows: 
"The ASI questionnaire is used by [Name of Sponsor] 
with the permission of the copyright holder, UCB 
Biopharma SRL, S.A., Belgium".

2 UCB Biopharma SRL should be given the opportu-
nity to comment, from a PRO methodology per-
spective, on any abstracts, papers and other peer-
reviewed communications resulting from the use of 
the ASI, prior to their submission.

3 Any additional linguistic adaptations must be devel-
oped, at a minimum, according to the methodologi-
cal standards defined in Acquadro et al. (2004) Mapi 
Research Institute (Ed.) [27]. As developer of the 
questionnaire, UCB Biopharma SRL must be con-
sulted from a methodological standpoint in these 
adaptations.

4 A royalty-free, non-exclusive, perpetual license to 
use all newly-produced translations in any indication 
must be granted to UCB Biopharma SRL and its affil-
iates worldwide.

Received: 29 April 2020   Accepted: 22 October 2020

References
 1. Schwartzman S, Morgan GJ Jr. Does route of administration affect the 

outcome of TNF antagonist therapy? Arthritis Res Ther. 2004;6(Suppl 
2):S19-23.

 2. Anderson BJ, Redondo MJ. What can we learn from patient-reported 
outcomes of insulin pen devices? J Diabetes Sci Technol. 2011;5:1563–71.

 3. Pouls B, Kristensen L, Petersson M, et al. A pilot study examining patient 
preference and satisfaction for ava, a reusable electronic injection device 
to administer certolizumab pegol. RMD Open 2019.

 4. Gadallah MA, Boulos DN, Gebrel A, et al. Assessment of rheumatoid 
arthritis patients’ adherence to treatment. Am J Med Sci. 2015;349:151–6.

 5. Gau M, Takasawa K. Initial patient choice of a growth hormone device 
improves child and adolescent adherence to and therapeutic effects 
of growth hormone replacement therapy. J Pediatr Endocrinol Metab. 
2017;30:989–93.

 6. van den Bemt BJF, Gettings L, Domanska B, et al. A portfolio of biologic 
self-injection devices in rheumatology: how patient involvement 
in device design can improve treatment experience. Drug Deliv. 
2019;26:384–92.

 7. Udalova I, Monaco C, Nanchahal J, et al. Anti-TNF therapy. Microbiol 
Spectr 2016;4.

 8. Bhoi P, Bessette L, Bell MJ, et al. Adherence and dosing interval of 
subcutaneous antitumour necrosis factor biologics among patients with 
inflammatory arthritis: analysis from a Canadian administrative database. 
BMJ Open. 2017;7:e015872.

 9. European Medicines Agency. Cimzia Summary of Product Characteristics. 
https ://www.ema.europ a.eu/docs/en_GB/docum ent_libra ry/EPAR_-_
Produ ct_Infor matio n/human /00103 7/WC500 06976 3.pdf, 2018.

 10. United States Food and Drug Administration. Cimzia Prescribing Informa-
tion. https ://www.acces sdata .fda.gov/drugs atfda _docs/label /2019/12516 
0s289 lbl.pdf, 2019.

https://www.ismpp.org.gpp3
http://www.Vivli.org
http://www.ema.europa.eu/docs/en_GB/document_library/EPAR_-_Product_Information/human/001037/WC500069763.pdf
http://www.ema.europa.eu/docs/en_GB/document_library/EPAR_-_Product_Information/human/001037/WC500069763.pdf
https://www.accessdata.fda.gov/drugsatfda_docs/label/2019/125160s289lbl.pdf
https://www.accessdata.fda.gov/drugsatfda_docs/label/2019/125160s289lbl.pdf


Page 11 of 11Pompilus et al. Health Qual Life Outcomes          (2020) 18:355  

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

 11. Domanska B, Stumpp O, Poon S, et al. Using patient feedback to optimize 
the design of a certolizumab pegol electromechanical self-injection 
device: insights from human factors studies. Adv Ther. 2018;35:100–15.

 12. Morse JM. Evolving trends in qualitative research: advances in mixed-
method design. Qual Health Res. 2005;15:583–5.

 13. United States Food and Drug Administration. Patient-reported outcome 
measures: use in medical product development to support labeling 
claims. https ://www.fda.gov/regul atory -infor matio n/searc h-fda-guida 
nce-docum ents/patie nt-repor ted-outco me-measu res-use-medic al-
produ ct-devel opmen t-suppo rt-label ing-claim s, 2009.

 14. United States Food and Drug Administration. Roadmap to patient-
focused outcome measurement in clinical trials. https ://www.fda.gov/
drugs /drug-devel opmen t-tool-quali ficat ion-progr ams/roadm ap-patie 
nt-focus ed-outco me-measu remen t-clini cal-trial s-text-versi on, 2015.

 15. Rothman M, Burke L, Erickson P, et al. Use of existing patient-reported 
outcome (PRO) instruments and their modification: the ISPOR good 
research practices for evaluating and documenting content validity for 
the use of existing instruments and their modification PRO task force 
report. Value Health. 2009;12:1075–83.

 16. Tatla D, Mountian I, Szegvari B, et al. A Multicenter, Open-label study to 
evaluate the safe and effective use of a new electromechanical auto-
injection device for self-injection of certolizumab pegol. Expert Opin 
Drug Deliv. 2020;17:855–62.

 17. Keininger D, Coteur G. Assessment of self-injection experience in patients 
with rheumatoid arthritis: psychometric validation of the Self-Injection 
Assessment Questionnaire (SIAQ). Health Qual Life Outcomes. 2011;9:2.

 18. Cronbach LJ. Coefficient alpha and the internal structure of tests. Psycho-
metrika. 1951;16:297–334.

 19. Nunally JC, Bernstein IH. Psychometric Theory. 3rd ed. New York: Tata 
McGraw-hill Education; 1994.

 20. Weir JP. Quantifying test-retest reliability using the intraclass correlation 
coefficient and the SEM. J Strength Cond Res. 2005;19:231–40.

 21. Kazis LE, Anderson JJ, Meenan RF. Effect sizes for interpreting changes in 
health status. Med Care. 1989;27:S178–89.

 22. Cohen J. Statistical power analysis for the behavioral sciences. Hillsdale, 
NJ: L. Erlbaum Associates; 1988.

 23. Pleil AM, Kimel M, McCormack J, et al. Psychometric assessment of the 
Injection Pen Assessment Questionnaire (IPAQ): measuring ease of use 
and preference with injection pens for human growth hormone. Health 
Qual Life Outcomes. 2012;10:126.

 24. Brod M, Hammer M, Christensen T, et al. Understanding and assessing the 
impact of treatment in diabetes: the Treatment-Related Impact Measures 
for Diabetes and Devices (TRIM-Diabetes and TRIM-Diabetes Device). 
Health Qual Life Outcomes. 2009;7:83.

 25. Cramer JA, Cuffel BJ, Divan V, et al. Patient satisfaction with an injec-
tion device for multiple sclerosis treatment. Acta Neurol Scand. 
2006;113:156–62.

 26. Demary W, Schwenke H, Rockwitz K, et al. Subcutaneously adminis-
tered methotrexate for rheumatoid arthritis, by prefilled syringes versus 
prefilled pens: patient preference and comparison of the self-injection 
experience. Patient Prefer Adherence. 2014;8:1061–71.

 27. Acquadro C, Conway K, Girourdet C, et al. Linguistic validation manual for 
patient-reported outcomes (PRO) instruments. MAPI research trust, 2004. 
ISBN:2-9522021-0-9.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.

https://www.fda.gov/regulatory-information/search-fda-guidance-documents/patient-reported-outcome-measures-use-medical-product-development-support-labeling-claims
https://www.fda.gov/regulatory-information/search-fda-guidance-documents/patient-reported-outcome-measures-use-medical-product-development-support-labeling-claims
https://www.fda.gov/regulatory-information/search-fda-guidance-documents/patient-reported-outcome-measures-use-medical-product-development-support-labeling-claims
https://www.fda.gov/drugs/drug-development-tool-qualification-programs/roadmap-patient-focused-outcome-measurement-clinical-trials-text-version
https://www.fda.gov/drugs/drug-development-tool-qualification-programs/roadmap-patient-focused-outcome-measurement-clinical-trials-text-version
https://www.fda.gov/drugs/drug-development-tool-qualification-programs/roadmap-patient-focused-outcome-measurement-clinical-trials-text-version

	Development and psychometric evaluation of the assessment of self-injection questionnaire: an adaptation of the self-injection assessment questionnaire
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 

	Introduction
	Methods
	Overview
	Literature review and conceptual framework development
	Patient-centered research: PRO adaptation and refinement
	Psychometric evaluation of the pilot PRO
	Study design
	Construct validity
	PRO scoring
	Psychometric analysis


	Results
	Literature review and development of conceptual framework
	Identified concepts relevant to e-Device-specific features
	Selection of PRO instrument for adaptation

	Patient-centered research: SIAQ adaptation and refinement
	Focus groups
	Exit interviews

	Psychometric assessment of the ASI
	Psychometric analysis sample
	Construct validity
	Assessment of the ASI psychometric properties


	Discussion
	Conclusions
	Acknowledgements
	References


